. STATE PUBLIC HEALTH LABORATCORY ECEIVED redgh s
ByCarofDayaIJ Mpm. a0,y 2018

NEEL DATAMASTER MAINTENANCE REPORT
Complete this report-in duplicate at the time-of the regular monthly preventive maintenance check, and whenever instrument
is repaired. Send copy to Department of Health; retain original in department file.

MISSOURI DEPARTMENT OF HEALTH
F

DATAMASTER SN DATE IN/CT!ON
Col2ond !/ /ColO
LOCATION OF INSTR-GMENT (STREET AND CITY) TIME OF INSPECTION
“7o2. W.  MBEKET Sﬁvﬁﬁﬂﬁfﬁ Mo 1046

CHECKLIST: Place a check (v) 1o the left of each item-If-found to be satisfactory or if operating within established limits. {Write-

in obsgrved values where determined.) Unchecked items must be corrected befors using instrument.
m/DIAGwOSTlC CHECK {(PRINTOUT ATTACHED) P

E{QOMPUTER M/ DETECTOR

E(}ROGHAM E/FI/LTERS _

[ HeaTens sawpLE Haver SO oo B/QUARTZ STANDARD

[E’]/FLow DETEGTOR ' I‘Zi/ GATIBRATION
jpump HIGH SPEED ‘ IZ(PFHNTER

!E/JNPJCATOR LIGHTS

B/IME AND DATE

IE/MULATOR TEMPERATURE (34 °C + 0.2°C) 3R.99°

[¥" CALIBRATION GHECK -
Run three tests using a standard solution. All three tests must be within + 5% of the standard value and must have a

f 005 or less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) {USE

RE@IRCULATION PUMP)

0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE

{1 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST L | 59g TEST2 ™ 599 TESTS # 5

E/PERFORM R.F.l. TEST {PRINTOUT ATTACHED)

E/NUMBER OF REFUSALS, SINCE LAST MA!NTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
‘FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS ,Qf .](0-.04) l {.05-.09) ” '( 10-.14) Z_ ‘( 15-19) | ‘(Over 19) @/
List any new parts and describe any. alteration or mod;ftcation that was made to restore the instrument to operate satisfactonly
and within established limits, {use other side if necessary)

weTHzy _ (MoDHSE  Spees

! INSPECTING OFFICER

SIGNATURE ) PRINT NAME ‘ o ) )
> TPR. DL, LYLE i
TYPE || PEAMITNOMBEN/EXPIRATION DAT TELEPHONE NUMB§
910083 77.2, /1 g/, ~ 387~ 23‘(5
MO 580-14868 {2-94) . AN EQUAL OPPORTUNITY/AFFIAMATIVE ACTION EMPLOYER Lab.-116

sovices provided on a nondiscriminatosy bagis




REPCO MAEKETING INC. ' -
‘ - 2101188 STONYBROOK DRIVE

RALEIGH, N.C. 27604
218-8706-3400

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Markatlng, Inc.

LOT NUMBER: 05001
EXPIR.ATION DATE: April 22,2011 at 11:59 p.m,

RepCo Markehng, Inc, cettifies the following:

RepCo Marketing, Inc. manufactured, tested and supphed Lot
Number _09001 of Alcohol ‘Certified Solution for simulators. Random
samples .of said lot numBe_r wefe analyzed by an independent laboratory
utilizing a gas chromatograph and found to contain _.1214 gms/dl +/-.003

gms/dl wt/vol ethm'xol (95% Confidence).
The alcohol a.n[d d1st111ed water used in the solution were found to be

free of any interfering substance.

This solution will produce a vapor alcohol value of _1_(19__ +/-3%
gms/210L Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius
in a simulator (95%'éonﬁdence).

The date of manufacture for this lot number is__April 23, 2009,
The expiration date for this lot number is : April 22, 2011

at 11:59 p.m. :
This document is a true representation of the original Certificate of

Analysis. Z ? .

Cecil B. Garner, President
RepCo Marking, Inc.

Form RM 02



COBLAME. TEST . EE
ESTERMAL STARDERTD L8993

Face This Side Down - This Edge In.First

ITATE HIGHWRY PRTROL

TER ZERIAL HUMBER 2B
SR L g R e

BAC BATH

TEETING OFF ICER:
LYLEAOUETIHAL

OFFIEER I Dot pdh

FERMIT HUMBERD 908955

CHPTRATION DATE: OdoRas il

MISCELLRHEOUE BHTAHS

MOHTHLY MAIHTEHANCE MARCH

——— SHPERMIZOR WMODE -—-

BLAMHK TEET . B
IHTERMAL STHHDARD VERIFIED
EXATERMAL STAHDARD L8938
BLAMK TEET « FIGE
ERTERMNAL ZTAMNDART . 89Y

BLAME TEEY R « GdtA

M= 3
EIn. = .1
CRWE, = L GREG

4

i

g

11514
iigid
11245
iisl5s
11216

iivia

11417

11017

2208-02




. “Face This Side Down — This Edge In First
- | BAC DataMaster
“vidence Ticket -
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This Side Dlown — This Edge In First

AC DataMaster

STRTE HIGHURY FATROL
SERTAL MUMBER 2260
el 16 e

TRRREST TIHE: 1896
COEMEJECT MAME:
LYLESTEST IH L

CROE: 1iS11e08) R A
STHTESD, L, MO
BREESTING OFFICER:

L LYLESTIET IMAL

COFFICER 1.D.f @45
CTESTING OFF (CER:
COLYLESTHIST AL

COFFICER @It 645
CPERMIT PRUMBER: 90RGEZ
EXPIRATION DATE: Gd- 08011
41 SCELLAHEDUS DATH:
FFI.TEZT

MARCH

e BREATH ANALYELS ---

\ BLARK TEST . G o oiiiEm
IHTERMAL STAMDARD VERIFIETC  11:23

CRADEY THTEREEREMNCE -

- 220802 -




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

DUSTIN LYLE

is hereby authorized to instruct and supervise operalors, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
air. Issued under the provisions of sections §77.020 through 577.041, RSMo 1986.

Jon ¥ Wathuwssa

Director of State Public Heallh Laboratory

outs _04/22/09

920083
Number : -
04/22/2011 /442;;um?!/3 a%%amzf%;

Expira

Director, Department of Health
MO 580-0771 {7-88) Lab. 4 (R7-88)



